We evaluated whether a Knowledge-Based System (KBS) connected to a ventilator in pressure support mode could correctly predict the ability of patients to tolerate total withdrawal from ventilatory support. The KBS was designed to continuously adapt ventilatory assistance to the needs of the patient, to manage a strategy of gradually decreasing ventilatory assistance, and to indicate when the patient was able to breathe without assistance. Thirtyeight patients for whom weaning was being considered were evaluated using a conventional battery of parameters, including weaning criteria, tolerance of a Tpiece trial, and outcome 48 hours after permanent withdrawal of ventilation.
In intensive care units, prolonged mechanical ventilation initiated for acute respiratory failure is sometimes difficult to terminate (1) . This situation, often referred to as "difficult weaning from mechanical ventilation", requires use of partial ventilatory support modalities, together with a medical strategy aimed at determining the best approach to weaning and at detecting the optimal moment for performing tracheal extubation. No clear guidelines for gradual weaning from mechanical ventilation have been published, in part because the reasons for prolonged mechanical ventilation and the underlying lung disease vary considerably across patients. Many investigators have emphasized the need for repeated careful clinical evaluation of ventilated patients (2) (3) (4) . Patient management by specially-trained, experienced physicians who follow their own criteria is likely to improve the quality and success rate of weaning. Many ventilation-related decisions and ventilator setting changes are based on objective data, and the clinician's reasoning is essentially "data driven". Artificial intelligence techniques can be used to model such reasoning processes and to design a computerized system for ventilatory management. In the field of mechanical ventilation, several Knowledge-Based Systems (KBSs) have already been proposed. Most were diagnostic systems designed to make recommendations about ventilator settings (5) (6) (7) . Very few incorporated a weaning strategy (8, 9) . KBSs ventilator setting adjustment to work of breathing or patient effort on the one hand and to ventilatory pattern on the other seems to have been more extensively studied for PSV than for other modes of partial ventilatory support.
Guidelines have been issued about use of PSV as full ventilatory support, and it has been suggested that the level of pressure needed by the patient may be useful for determining when extubation should be performed (13, 18, 19) . In addition, a protocol for gradual withdrawal from mechanical ventilation using PSV has proved to be extremely useful in difficult-to-wean patients (13) .
We designed a closed-loop KBS for the management of assisted ventilation using PSV, including implementation of a weaning procedure. We report the results of a clinical evaluation of this system in 38 patients undergoing weaning from mechanical ventilation and of an assessment of the ability of the KBS to predict the right time for performing tracheal extubation.
PATIENTS AND METHODS

Patients
Thirty-eight consecutive patients were selected for the study. Informed consent was obtained from each patient or next of kin. Patients were eligible when their physicians considered that weaning could be attempted. Because the objective of this study was to compare the decisional value of the KBS and of a conventional battery of tests, with each patient serving as his or her own control, and because only one system was working at a given time, we made no attempt to define weaning initiation. Rather, patients could be studied at different stages of the weaning procedure. However, all studied patients were receiving minimal or no sedation and were considered capable of breathing spontaneously with PSV on a continuous basis. Seven patients were ventilated mainly for an acute exacerbation of chronic obstructive lung disease, seven had inserm-00402429, version 1 -7 Jul 2009 postoperative complications of cardiac surgery, six had primarily central neurologic disorders, six had left heart failure, and 12 had miscellaneous disorders. Mean age was 56.7 ± 14.5 years. Main patients characteristics are shown in Tables 1 and 2 . Mean values of the Simplified Acute Physiology Score (SAPS), which reflects overall disease severity at admission to the ICU (20), were 13.2 ± 3.2 in the 17 patients who were successfully weaned and 14.3 ± 4.1 in the 21 patients who remained dependent on mechanical ventilation.
Description of the Knowledge-Based System
The KBS used in this study has been described in detail elsewhere (21) .
Briefly, the closed-loop KBS acquires and processes data, evaluates the current respiratory status of the patient and its time-course, and acts directly on the ventilator. The KBS runs on a microcomputer placed at the patient's bedside and connected via two serial ports to a specially-adapted Veolar ventilator (Hamilton, Bonaduz AG, Switzerland). A gas analyzer that samples gas at the ventilator Y piece is also connected to another serial port. The KBS uses three main parameters, of which two are acquired from the ventilator, i.e., respiratory rate (RR) and tidal volume (Vt), and one from the gas analyzer, i.e., end tidal partial pressure of CO 2 (P ET CO 2 ) (CO 2 monitor, 5200 Ohmeda, Maurepas, France).
The clinician's knowledge is modelled using forward chaining production rules. The knowledge base consists of 142 rules grouped into several rule bases corresponding to different cognitive steps. This partition facilitates representation of the clinician's knowledge in the manner needed to control the firing of the rules. A selection of the rules is shown in the appendix.
The time-course of the patient's status is modelled as a state transition problem. mode to assist-control as a safety precaution. Special knowledge was introduced to allow differentiation between apnea and disconnection. Lastly, the KBS did not interfere with usual patient management: for instance, it was possible to perform endotracheal suctioning as often as required without any special maneuvers.
Protocol
The protocol was approved by the Ethics Committee of the Henri Mondor Hospital. A period of assisted ventilation performed using the KBS was inserted in the conventional weaning procedure, which is aimed at deciding when to extubate. At the end of the process, decisions made using the two procedures were evaluated in a blind manner based on the final outcome of the patient. The following five steps were performed in a fixed order.
1) When discontinuation of mechanical ventilation was to be attempted, several weaning tests were performed by a physiotherapist. Frequency and volumes were measured using an electronic spirometer (SE 302T, Ohmeda, Maurepas, France). The tests were considered positive when three of the following four criteria were met: respiratory rate after disconnection 35 breaths/min or less, vital capacity above 10 ml/kg, negative inspiratory pressure above 25 cmH 2 O, and arterial oxygen saturation greater than 90 % for an inspired fraction of oxygen of 0.40. When at least three criteria were met, a T-piece trial was done to evaluate breathing self-sufficiency. When less than three criteria were met, the patient was kept on assisted mechanical ventilation. Data were expressed as means ± standard deviations.
RESULTS
Patients with negative weaning tests
In 10 patients (see Table 1 ), the weaning tests were considered negative and no further attempt at separation from the ventilator was made on the same day. Each of these patients was connected to the KBS for a prolonged period (mean 14.2 ± 5.1 hours). In none did the KBS recommend tracheal extubation.
At the end of the KBS-managed ventilation period, the pressure support level was 21.4 ± 5.2 cmH 2 O.
Patients with positive weaning tests
Twenty-eight patients (see Table 2 ) with positive weaning tests were ventilated with the KBS for a mean of 10.4 ± 7.8 hours. A diagram of the protocol and of the outcomes is shown in Figure 1 .
In 19 of these patients, the KBS decision recommended tracheal extubation or disconnection, based on the pressure support level and breathing pattern. All these patients were declared weanable based on good clinical tolerance of the minimal level of pressure support. Each of these 19 patients underwent a two-hour T-piece trial. Of the 17 who tolerated the trial and were extubated, all were still extubated and had a satisfactory clinical status after 48 hours. The RR/Vt ratio was less than 100 in 16 of these 17 patients. Figure 2 shows the pressure support level, respiratory rate, and tidal volume over time inserm-00402429, version 1 -7 Jul 2009 in a representative patient (patient 3) who was considered weanable by the KBS and successfully weaned. Two of the 19 patients (cases 18 and 21) failed to tolerate the T-piece trial and were kept on assisted mechanical ventilation with no attempt at weaning. Figure 3 illustrates the course of these two patients during KBS-managed ventilation. In both these patients, the level of pressure support was gradually decreased by the KBS.
In 9 patients, the KBS did not recommend tracheal extubation or complete disconnection from the ventilator after a mean of 11.2 ± 8.1 hours of KBS-managed ventilation. Since these patients had positive weaning tests, they underwent a T-piece trial as part of the conventional weaning procedure. Four However, none of these five patients was still breathing spontaneously after 48 hours: two were reintubated (after 8 and 12 hours, respectively) and three were reconnected via their tracheotomy tube (after 2, 5 and 12 hours, respectively). limited period of time covered by the KBS (the period of weaning from mechanical ventilation), the single ventilatory mode used, and the capability to formalize and to represent, on a computer, part of the knowledge acquired over these past ten years about both breathing patterns during acute ventilatory failure and pressure support ventilation (12, 23) . A previous study showed that our KBS was able to maintain the breathing pattern within a zone of respiratory comfort (21) . Patients who had positive weaning tests were kept out of critical zones (respiratory rate <12 breaths/min, or respiratory rate > 35 breaths/min or tidal volume < 250 ml) for 99% of the duration of total ventilation, and patients who failed weaning tests for 90% of this duration. During acute respiratory failure and in the absence of severe hypoxemia, the breathing pattern is an integrated marker of the information coming to the central nervous system from the different loads or stimuli imposed on the respiratory system (23). Most of this information is related to the load placed on the respiratory muscles, which carries a variable risk of muscle fatigue. Pressure support is an imperfect but useful model of breath-by-breath respiratory muscle unloading (12) . During PSV, the information gained from breathing pattern analysis remains reliable and can be used as a guide for setting the pressure level (13) . Control of the mechanical ventilator also implies that alarms are taken into account and appropriate responses provided in life-threatening situations such as apnea or severe hypoventilation. For instance, the presence of a 4 cmH 2 O PEEP, primarily aimed at facilitating triggering of the ventilator (24) and improving oxygenation, indicates, in the absence of tidal volume, apnea rather than disconnection (PEEP cannot be maintained during disconnection), two situations that lead to different responses. In addition, end-tidal pressure of CO 2 is used as a safety parameter and can help to decide whether a switch to controlled ventilation is appropriate in a patient with severe hypoventilation. A computer-controlled ventilator weaning system using a similar approach has been used in post-operative patients (25) . The rate of mechanical breaths was
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decreased first and the level of pressure support subsequently. Respiratory rate, minute ventilation, and pulse oximeter oxygen saturation were used as guides for weaning. Similarly, our KBS is integrated into the routine data-management environment. This is a key feature to its routine use and acceptability to users (26) .
Medical decision-support systems have rarely been evaluated in clinical settings (27) . Although such evaluations are considered mandatory, no clear guidelines for conducting and interpreting them have been published to date (28) . It is possible to evaluate several aspects of the system, reflecting benefits for the patient, user or health care institution.
Our evaluation of our KBS focused on the reliability of the decision about withdrawal of ventilatory assistance. This decision (or recommendation)
is based on a period of observation during which the patient receives the lowest level of pressure allowed (9 cmH 2 O in patients with a nasally or orally inserted tracheal tube, 5 cmH 2 O in patients with a tracheotomy tube). The assumption underlying this approach is that these levels of pressure help to counteract the extra load imposed by the demand valve and the endotracheal tube (18, 19) . We found in a previous study that the level, which effectively couteracts the extra load, varied across individuals and that part of the changes in work of breathing observed after extubation resulted from a change in ventilatory requirements (19) . In vitro experiments have also demonstrated that this level varies with the endotracheal tube inner diameter (18) . Therefore, use of a fixed level in all patients may be overly restrictive or inaccurate. On the other hand, relatively large fluctuations in breathing pattern were allowed during this period of observation, making the test less restrictive. Results with our KBS were as good as, and even slightly better than, those with the conventional, more complex weaning procedure or with the rapid shallow breathing index proposed by Yang and Tobin (1) . However, the number of patients was small. clearly not taken into account by our KBS, although oxygenation problems usually influence respiratory rate, even during pressure support (29) .
To assess the value of the KBS recommendation, we compared a few hours of ventilation with the KBS to a weaning procedure including several weaning tests and tolerance of a two-hour T-piece trial. Use of a two-hour Tpiece trial as pre-extubation test has been studied previously (13, 30) . The reintubation rate after this test has varied from 0% to 20 %, a range that is consistent with our findings. Whether patients who fail to tolerate the T-piece trial would develop respiratory failure should they be extubated remains unknown. Weaning tests are known to have low predictive values (1). Our main reason for using them is that their negative predictive value can be considered acceptable. A threshold of 20 cmH 2 O for the maximal negative inspiratory pressure, for instance, had a negative predictive value of 100% in a prospective study by Yang and Tobin (1) . To evaluate the capability of an automatic computerized system to correctly predict the success or failure of extubation of patients ventilated in pressure support mode, we needed to compare the new method to conventional procedure. Our protocol probably prolonged ventilatory support in 17 patients who were successfully separated from the ventilator. This was, however, due only to the design of the study, which involved insertion of a period of KBS-driven ventilation within the conventional procedure. Our KBS is designed both to administer ventilatory support and to judge the ability of the patient to be weaned. Therefore, in theory, the minimal pressure requirement should be met earlier than in this study. This could be tested in the future, by looking at the total duration of ventilation.
Weaning is easily and rapidly achieved in many patients receiving weaning as compared with other strategies using more aggressive unloading (13) . A crucial problem is to determine the optimal time for performing tracheal extubation. Both undue prolongation of mechanical support and reintubation carry a risk of nosocomial pneumonia with prolonged an increased duration of the stay in the intensive care unit and excess mortality (34) . The level of pressure support may be a useful guide for determining when extubation should be performed but should be viewed as an aid to the physician, who should also consider other criteria. As discussed above, use of the level of pressure support has several limitations. In particular, a need for a high level of pressure support can be due to partial endotracheal tube obstruction rather than to abnormal respiratory mechanics; failure to recognize this can lead to overestimation of the needs of the patient and to an inappropriate decision not to attempt weaning.
In conclusion, we found that KBS-managed ventilation in the pressure support mode until extubation or disconnection can be used in mechanically ventilated patients near the weaning period. The potential advantages of this approach, which have not been proven in our study, may be improved adaptation of ventilatory assistance to the needs of the patient, a reduced need for monitoring, and better weaning outcomes.
Figure legends 2. Try to keep the patient within a zone of "comfort", with a respiratory rate between 12 and 28 breaths per minute, a tidal volume above a minimum threshold, and a P ET CO 2 below a maximum threshold.
3. Do not let the tidal volume fall below 300 or 250 ml in patients whose body weight is above or below 55 Kg, respectively. 4. Keep the respiratory rate between 12 and 28 breaths/min so that the patient is comfortable. In some patients, the upper limit can be moved up to 32 breaths/min. Abbreviation : RR/Vt indicates rapid shallow breathing index.
For the rapid shallow breathing indexe, we considered that RR/Vt ≤ 100 predicted a successful weaning outcome. 
